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Case Narrative
Client: PES Environmental, Inc. TestAmerica Job ID: 580-37375-1

Project/Site: 2555 13th Ave SW, Seattle, WA 98134

Job ID: 580-37375-1

Laboratory: TestAmerica Seattle

Narrative

Receipt 

The samples were received on 3/7/2013 3:00 PM; the samples arrived in good condition, properly preserved and, where required, on ice.  

The temperature of the cooler at receipt was 1.5º C.

Except:

Trip blanks were received with these samples; however, it was not listed on the Chain of Custody (COC). Added Trip Blanks to COC and 

logged-in without analysis.

GC/MS VOA 

No analytical or quality issues were noted.

GC/MS Semi VOA - Method(s) 625

A full list spike was utilized for this method in analysis batch 131460.  Due to the large number of spiked analytes, there is a high 

probability that one or more analytes will recover outside acceptance limits.  The laboratory's SOP allows for four analytes to recover 

outside criteria for this method when a full list spike is utilized.  The laboratory control sample and/ or laboratory control sample duplicate 

(LCS/LCSD) associated with prep batch 131414 had two analytes (Phenol and 4-Bromophenyl phenyl ether) outside control limits; 

therefore, re-extraction/re-analysis was not performed.  These results have been "*" qualified and reported.

No other analytical or quality issues were noted.

GC Semi VOA - Method(s) 608

The continuing calibration verification (CCV) for DCB surrogate associated with analysis batch 131440 recovered above the upper control 

limit.  The samples associated with this CCV were non-detects for the affected analytes; therefore, the data have been reported.

In analysis batch 131440 the following samples from prep batch 131390 had a dual column RPD greater than 40%: Outfall-1-030613 

(580-37375-1); however, due to CCV failure the lower value was reported.  The affected data has been "p" qualified and reported.

No other analytical or quality issues were noted.

Metals 

No analytical or quality issues were noted.

General Chemistry - Method(s) 405.1

The seed correction factor associated with batch 131379 was above the method range of 0.6 to 1.0 (SCF = 1.08).  The affected data has 

been "s" qualified and reported.

The results increased with increasing dilutions for the following samples: Outfall-1-030713 (580-37375-7).  This indicates a potentially 

toxic substance is being diluted out.  The concentration may be biased low.

No other analytical or quality issues were noted.

Organic Prep 

No analytical or quality issues were noted.

TestAmerica Seattle
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Definitions/Glossary
TestAmerica Job ID: 580-37375-1Client: PES Environmental, Inc.

Project/Site: 2555 13th Ave SW, Seattle, WA 98134

Qualifiers

GC/MS VOA

Qualifier Description

J Result is less than the RL but greater than or equal to the MDL and the concentration is an approximate value.

Qualifier

GC/MS Semi VOA

Qualifier Description

* LCS or LCSD exceeds the control limits

Qualifier

J Result is less than the RL but greater than or equal to the MDL and the concentration is an approximate value.

GC Semi VOA

Qualifier Description

p The %RPD between the primary and confirmation column/detector is >40%. The lower value has been reported.

Qualifier

Metals

Qualifier Description

J Result is less than the RL but greater than or equal to the MDL and the concentration is an approximate value.

Qualifier

General Chemistry

Qualifier Description

s Seeded Control Blank (SCB) Recovery High

Qualifier

Glossary

These commonly used abbreviations may or may not be present in this report.

¤ Listed under the "D" column to designate that the result is reported on a dry weight basis

Abbreviation

%R Percent Recovery

CNF Contains no Free Liquid

DER Duplicate error ratio (normalized absolute difference)

DL, RA, RE, IN Indicates a Dilution, Re-analysis, Re-extraction, or additional Initial metals/anion analysis of the sample

DLC Decision level concentration

MDA Minimum detectable activity

EDL Estimated Detection Limit

MDC Minimum detectable concentration

MDL Method Detection Limit

ML Minimum Level (Dioxin)

ND Not detected at the reporting limit (or MDL or EDL if shown)

PQL Practical Quantitation Limit

QC Quality Control

RER Relative error ratio

RL Reporting Limit or Requested Limit (Radiochemistry)

RPD Relative Percent Difference, a measure of the relative difference between two points

TEF Toxicity Equivalent Factor (Dioxin)

TEQ Toxicity Equivalent Quotient (Dioxin)

TestAmerica Seattle
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Client Sample Results
TestAmerica Job ID: 580-37375-1Client: PES Environmental, Inc.

Project/Site: 2555 13th Ave SW, Seattle, WA 98134

Lab Sample ID: 580-37375-1Client Sample ID: Outfall-1-030613
Matrix: WaterDate Collected: 03/06/13 15:30

Date Received: 03/07/13 15:00

Method: 624 - Volatile Organic Compounds (GC/MS)
RL MDL

Chloromethane ND 5.0 0.75 ug/L 03/08/13 14:32 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

1.0 0.15 ug/L 03/08/13 14:32 1Vinyl chloride ND

5.0 0.75 ug/L 03/08/13 14:32 1Bromomethane ND

5.0 0.75 ug/L 03/08/13 14:32 1Chloroethane ND

1.0 0.15 ug/L 03/08/13 14:32 1Trichlorofluoromethane ND

1.0 0.15 ug/L 03/08/13 14:32 11,1-Dichloroethene ND

3.0 0.15 ug/L 03/08/13 14:32 1Methylene Chloride ND

1.0 0.15 ug/L 03/08/13 14:32 1trans-1,2-Dichloroethene ND

1.0 0.15 ug/L 03/08/13 14:32 11,1-Dichloroethane ND

1.0 0.15 ug/L 03/08/13 14:32 1Chloroform ND

1.0 0.15 ug/L 03/08/13 14:32 11,1,1-Trichloroethane ND

1.0 0.15 ug/L 03/08/13 14:32 1Carbon tetrachloride ND

1.0 0.15 ug/L 03/08/13 14:32 1Benzene ND

1.0 0.15 ug/L 03/08/13 14:32 11,2-Dichloroethane ND

1.0 0.15 ug/L 03/08/13 14:32 1Trichloroethene ND

1.0 0.15 ug/L 03/08/13 14:32 11,2-Dichloropropane ND

1.0 0.15 ug/L 03/08/13 14:32 1Bromodichloromethane ND

1.0 0.15 ug/L 03/08/13 14:32 1cis-1,3-Dichloropropene ND

1.0 0.15 ug/L 03/08/13 14:32 1Toluene ND

1.0 0.15 ug/L 03/08/13 14:32 1trans-1,3-Dichloropropene ND

1.0 0.15 ug/L 03/08/13 14:32 11,1,2-Trichloroethane ND

1.0 0.15 ug/L 03/08/13 14:32 1Tetrachloroethene ND

1.0 0.32 ug/L 03/08/13 14:32 1Dibromochloromethane ND

1.0 0.15 ug/L 03/08/13 14:32 1Chlorobenzene ND

1.0 0.15 ug/L 03/08/13 14:32 1Ethylbenzene ND

2.0 0.30 ug/L 03/08/13 14:32 1m-Xylene & p-Xylene ND

1.0 0.15 ug/L 03/08/13 14:32 1o-Xylene ND

1.0 0.15 ug/L 03/08/13 14:32 1Bromoform ND

1.0 0.15 ug/L 03/08/13 14:32 11,1,2,2-Tetrachloroethane ND

1.0 0.15 ug/L 03/08/13 14:32 11,3-Dichlorobenzene ND

1.0 0.15 ug/L 03/08/13 14:32 11,4-Dichlorobenzene ND

1.0 0.15 ug/L 03/08/13 14:32 11,2-Dichlorobenzene ND

Trifluorotoluene (Surr) 94 74 - 123 03/08/13 14:32 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

Toluene-d8 (Surr) 98 03/08/13 14:32 179 - 122

Fluorobenzene (Surr) 99 03/08/13 14:32 177 - 121

Ethylbenzene-d10 96 03/08/13 14:32 178 - 117

4-Bromofluorobenzene (Surr) 93 03/08/13 14:32 178 - 119

Method: 625 - Semivolatile Organic Compounds (GC/MS)
RL MDL

1,2,4-Trichlorobenzene ND 1.9 0.47 ug/L 03/08/13 12:41 03/11/13 18:04 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

1.9 0.47 ug/L 03/08/13 12:41 03/11/13 18:04 11,2-Dichlorobenzene ND

1.9 0.47 ug/L 03/08/13 12:41 03/11/13 18:04 11,3-Dichlorobenzene ND

1.9 0.47 ug/L 03/08/13 12:41 03/11/13 18:04 11,4-Dichlorobenzene ND

1.9 0.47 ug/L 03/08/13 12:41 03/11/13 18:04 12,4,5-Trichlorophenol ND

2.8 0.47 ug/L 03/08/13 12:41 03/11/13 18:04 12,4,6-Trichlorophenol ND

1.9 0.47 ug/L 03/08/13 12:41 03/11/13 18:04 12,4-Dichlorophenol ND

9.5 1.4 ug/L 03/08/13 12:41 03/11/13 18:04 12,4-Dimethylphenol ND
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Client Sample Results
TestAmerica Job ID: 580-37375-1Client: PES Environmental, Inc.

Project/Site: 2555 13th Ave SW, Seattle, WA 98134

Lab Sample ID: 580-37375-1Client Sample ID: Outfall-1-030613
Matrix: WaterDate Collected: 03/06/13 15:30

Date Received: 03/07/13 15:00

Method: 625 - Semivolatile Organic Compounds (GC/MS) (Continued)
RL MDL

2,4-Dinitrophenol ND 24 4.7 ug/L 03/08/13 12:41 03/11/13 18:04 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

1.9 0.47 ug/L 03/08/13 12:41 03/11/13 18:04 12,4-Dinitrotoluene ND

1.9 0.47 ug/L 03/08/13 12:41 03/11/13 18:04 12,6-Dinitrotoluene ND

0.28 0.095 ug/L 03/08/13 12:41 03/11/13 18:04 12-Chloronaphthalene ND

1.9 0.47 ug/L 03/08/13 12:41 03/11/13 18:04 12-Chlorophenol ND

1.9 0.47 ug/L 03/08/13 12:41 03/11/13 18:04 12-Methylphenol ND

1.9 0.47 ug/L 03/08/13 12:41 03/11/13 18:04 12-Nitrophenol ND

9.5 0.47 ug/L 03/08/13 12:41 03/11/13 18:04 13,3'-Dichlorobenzidine ND

19 4.7 ug/L 03/08/13 12:41 03/11/13 18:04 14,6-Dinitro-2-methylphenol ND

1.9 0.47 ug/L 03/08/13 12:41 03/11/13 18:04 14-Bromophenyl phenyl ether ND *

1.9 0.47 ug/L 03/08/13 12:41 03/11/13 18:04 14-Chloro-3-methylphenol ND

1.9 0.47 ug/L 03/08/13 12:41 03/11/13 18:04 14-Chlorophenyl phenyl ether ND

14 4.7 ug/L 03/08/13 12:41 03/11/13 18:04 14-Nitrophenol ND

0.47 0.095 ug/L 03/08/13 12:41 03/11/13 18:04 1Acenaphthene ND

0.38 0.095 ug/L 03/08/13 12:41 03/11/13 18:04 1Acenaphthylene ND

0.19 0.047 ug/L 03/08/13 12:41 03/11/13 18:04 1Anthracene ND

0.28 0.095 ug/L 03/08/13 12:41 03/11/13 18:04 1Benzo[a]anthracene ND

0.19 0.095 ug/L 03/08/13 12:41 03/11/13 18:04 1Benzo[a]pyrene ND

0.38 0.095 ug/L 03/08/13 12:41 03/11/13 18:04 1Benzo[b]fluoranthene ND

0.28 0.095 ug/L 03/08/13 12:41 03/11/13 18:04 1Benzo[g,h,i]perylene ND

0.28 0.095 ug/L 03/08/13 12:41 03/11/13 18:04 1Benzo[k]fluoranthene ND

1.9 0.47 ug/L 03/08/13 12:41 03/11/13 18:04 1Bis(2-chloroethoxy)methane ND

1.9 0.47 ug/L 03/08/13 12:41 03/11/13 18:04 1Bis(2-chloroethyl)ether ND

14 5.6 ug/L 03/08/13 12:41 03/11/13 18:04 1Bis(2-ethylhexyl) phthalate ND

2.8 0.95 ug/L 03/08/13 12:41 03/11/13 18:04 1Butyl benzyl phthalate ND

1.9 0.47 ug/L 03/08/13 12:41 03/11/13 18:04 1Carbazole ND

0.19 0.062 ug/L 03/08/13 12:41 03/11/13 18:04 1Chrysene ND

2.8 0.47 ug/L 03/08/13 12:41 03/11/13 18:04 1n-Decane 0.53 J

1.9 0.62 ug/L 03/08/13 12:41 03/11/13 18:04 1Di-n-butyl phthalate ND

1.9 0.85 ug/L 03/08/13 12:41 03/11/13 18:04 1Di-n-octyl phthalate ND

0.28 0.095 ug/L 03/08/13 12:41 03/11/13 18:04 1Dibenz(a,h)anthracene ND

1.9 0.47 ug/L 03/08/13 12:41 03/11/13 18:04 1Dibenzofuran ND

1.9 0.47 ug/L 03/08/13 12:41 03/11/13 18:04 1Diethyl phthalate ND

1.9 0.47 ug/L 03/08/13 12:41 03/11/13 18:04 1Dimethyl phthalate ND

0.24 0.062 ug/L 03/08/13 12:41 03/11/13 18:04 1Fluoranthene ND

0.28 0.095 ug/L 03/08/13 12:41 03/11/13 18:04 1Fluorene ND

1.9 0.47 ug/L 03/08/13 12:41 03/11/13 18:04 1Hexachlorobenzene ND

2.8 0.47 ug/L 03/08/13 12:41 03/11/13 18:04 1Hexachlorobutadiene ND

9.5 0.47 ug/L 03/08/13 12:41 03/11/13 18:04 1Hexachlorocyclopentadiene ND

2.8 0.47 ug/L 03/08/13 12:41 03/11/13 18:04 1Hexachloroethane ND

0.28 0.095 ug/L 03/08/13 12:41 03/11/13 18:04 1Indeno[1,2,3-cd]pyrene ND

1.9 0.47 ug/L 03/08/13 12:41 03/11/13 18:04 1Isophorone ND

9.5 0.95 ug/L 03/08/13 12:41 03/11/13 18:04 1N-Nitrosodimethylamine ND

1.9 0.47 ug/L 03/08/13 12:41 03/11/13 18:04 1N-Nitrosodiphenylamine ND

1.9 0.62 ug/L 03/08/13 12:41 03/11/13 18:04 1Octadecane 0.94 J

1.9 0.47 ug/L 03/08/13 12:41 03/11/13 18:04 1Naphthalene ND

1.9 0.47 ug/L 03/08/13 12:41 03/11/13 18:04 1Nitrobenzene ND

3.3 0.47 ug/L 03/08/13 12:41 03/11/13 18:04 1Pentachlorophenol 1.5 J

0.38 0.095 ug/L 03/08/13 12:41 03/11/13 18:04 1Phenanthrene ND
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Client Sample Results
TestAmerica Job ID: 580-37375-1Client: PES Environmental, Inc.

Project/Site: 2555 13th Ave SW, Seattle, WA 98134

Lab Sample ID: 580-37375-1Client Sample ID: Outfall-1-030613
Matrix: WaterDate Collected: 03/06/13 15:30

Date Received: 03/07/13 15:00

Method: 625 - Semivolatile Organic Compounds (GC/MS) (Continued)
RL MDL

Phenol ND * 2.8 0.47 ug/L 03/08/13 12:41 03/11/13 18:04 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

0.28 0.062 ug/L 03/08/13 12:41 03/11/13 18:04 1Pyrene ND

4.7 0.47 ug/L 03/08/13 12:41 03/11/13 18:04 11,2-Diphenylhydrazine (as 

Azobenzene)

ND

1.9 0.47 ug/L 03/08/13 12:41 03/11/13 18:04 1bis (2-chloroisopropyl) ether ND

2,4,6-Tribromophenol 96 47 - 137 03/08/13 12:41 03/11/13 18:04 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

2-Fluorobiphenyl 83 03/08/13 12:41 03/11/13 18:04 156 - 124

2-Fluorophenol 103 03/08/13 12:41 03/11/13 18:04 120 - 122

Nitrobenzene-d5 103 03/08/13 12:41 03/11/13 18:04 159 - 123

Phenol-d5 110 03/08/13 12:41 03/11/13 18:04 120 - 123

Terphenyl-d14 84 03/08/13 12:41 03/11/13 18:04 160 - 135

Method: 608 - Organochlorine Pesticides/PCBs in Water
RL MDL

Aroclor 1016 ND 0.47 0.043 ug/L 03/08/13 09:52 03/11/13 16:41 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

0.47 0.059 ug/L 03/08/13 09:52 03/11/13 16:41 1Aroclor 1221 ND

0.47 0.039 ug/L 03/08/13 09:52 03/11/13 16:41 1Aroclor 1232 ND

0.47 0.039 ug/L 03/08/13 09:52 03/11/13 16:41 1Aroclor 1242 ND

0.47 0.067 ug/L 03/08/13 09:52 03/11/13 16:41 1Aroclor 1248 ND

0.47 0.042 ug/L 03/08/13 09:52 03/11/13 16:41 1Aroclor 1254 ND

0.47 0.037 ug/L 03/08/13 09:52 03/11/13 16:41 1Aroclor 1260 ND

Tetrachloro-m-xylene 96 p 44 - 123 03/08/13 09:52 03/11/13 16:41 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

DCB Decachlorobiphenyl 55 p 03/08/13 09:52 03/11/13 16:41 137 - 156

Method: 1631E - Mercury, Low Level (CVAFS)
RL MDL

Mercury 6.7 0.50 0.12 ng/L 03/11/13 11:41 03/14/13 16:23 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier
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Client Sample Results
TestAmerica Job ID: 580-37375-1Client: PES Environmental, Inc.

Project/Site: 2555 13th Ave SW, Seattle, WA 98134

Lab Sample ID: 580-37375-3Client Sample ID: Mercury Blank
Matrix: WaterDate Collected: 03/06/13 15:30

Date Received: 03/07/13 15:00

Method: 1631E - Mercury, Low Level (CVAFS)
RL MDL

Mercury 0.27 J 0.50 0.12 ng/L 03/11/13 11:41 03/14/13 16:37 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

TestAmerica Seattle
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Client Sample Results
TestAmerica Job ID: 580-37375-1Client: PES Environmental, Inc.

Project/Site: 2555 13th Ave SW, Seattle, WA 98134

Lab Sample ID: 580-37375-4Client Sample ID: Zinc-INF
Matrix: WaterDate Collected: 03/06/13 15:45

Date Received: 03/07/13 15:00

General Chemistry
RL RL

Hardness as calcium carbonate 25 2.0 2.0 mg/L 03/19/13 15:27 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

TestAmerica Seattle
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Client Sample Results
TestAmerica Job ID: 580-37375-1Client: PES Environmental, Inc.

Project/Site: 2555 13th Ave SW, Seattle, WA 98134

Lab Sample ID: 580-37375-7Client Sample ID: Outfall-1-030713
Matrix: WaterDate Collected: 03/07/13 13:00

Date Received: 03/07/13 15:00

General Chemistry
RL RL

Biochemical Oxygen Demand 39 4.0 4.0 mg/L 03/07/13 22:56 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier
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Client Sample Results
TestAmerica Job ID: 580-37375-1Client: PES Environmental, Inc.

Project/Site: 2555 13th Ave SW, Seattle, WA 98134

Lab Sample ID: 580-37375-8Client Sample ID: Trip Blank
Matrix: WaterDate Collected: 03/06/13 00:00

Date Received: 03/07/13 15:00

Method: 624 - Volatile Organic Compounds (GC/MS)
RL MDL

Chloromethane ND 5.0 0.75 ug/L 03/12/13 20:40 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

1.0 0.15 ug/L 03/12/13 20:40 1Vinyl chloride ND

5.0 0.75 ug/L 03/12/13 20:40 1Bromomethane ND

5.0 0.75 ug/L 03/12/13 20:40 1Chloroethane ND

1.0 0.15 ug/L 03/12/13 20:40 1Trichlorofluoromethane ND

1.0 0.15 ug/L 03/12/13 20:40 11,1-Dichloroethene ND

3.0 0.15 ug/L 03/12/13 20:40 1Methylene Chloride 0.44 J

1.0 0.15 ug/L 03/12/13 20:40 1trans-1,2-Dichloroethene ND

1.0 0.15 ug/L 03/12/13 20:40 11,1-Dichloroethane ND

1.0 0.15 ug/L 03/12/13 20:40 1Chloroform ND

1.0 0.15 ug/L 03/12/13 20:40 11,1,1-Trichloroethane ND

1.0 0.15 ug/L 03/12/13 20:40 1Carbon tetrachloride ND

1.0 0.15 ug/L 03/12/13 20:40 1Benzene ND

1.0 0.15 ug/L 03/12/13 20:40 11,2-Dichloroethane ND

1.0 0.15 ug/L 03/12/13 20:40 1Trichloroethene ND

1.0 0.15 ug/L 03/12/13 20:40 11,2-Dichloropropane ND

1.0 0.15 ug/L 03/12/13 20:40 1Bromodichloromethane ND

1.0 0.15 ug/L 03/12/13 20:40 1cis-1,3-Dichloropropene ND

1.0 0.15 ug/L 03/12/13 20:40 1Toluene ND

1.0 0.15 ug/L 03/12/13 20:40 1trans-1,3-Dichloropropene ND

1.0 0.15 ug/L 03/12/13 20:40 11,1,2-Trichloroethane ND

1.0 0.15 ug/L 03/12/13 20:40 1Tetrachloroethene ND

1.0 0.32 ug/L 03/12/13 20:40 1Dibromochloromethane ND

1.0 0.15 ug/L 03/12/13 20:40 1Chlorobenzene 0.27 J

1.0 0.15 ug/L 03/12/13 20:40 1Ethylbenzene ND

2.0 0.30 ug/L 03/12/13 20:40 1m-Xylene & p-Xylene ND

1.0 0.15 ug/L 03/12/13 20:40 1o-Xylene ND

1.0 0.15 ug/L 03/12/13 20:40 1Bromoform ND

1.0 0.15 ug/L 03/12/13 20:40 11,1,2,2-Tetrachloroethane ND

1.0 0.15 ug/L 03/12/13 20:40 11,3-Dichlorobenzene ND

1.0 0.15 ug/L 03/12/13 20:40 11,4-Dichlorobenzene ND

1.0 0.15 ug/L 03/12/13 20:40 11,2-Dichlorobenzene ND

Trifluorotoluene (Surr) 104 74 - 123 03/12/13 20:40 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

Toluene-d8 (Surr) 94 03/12/13 20:40 179 - 122

Fluorobenzene (Surr) 99 03/12/13 20:40 177 - 121

Ethylbenzene-d10 94 03/12/13 20:40 178 - 117

4-Bromofluorobenzene (Surr) 94 03/12/13 20:40 178 - 119
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QC Sample Results
TestAmerica Job ID: 580-37375-1Client: PES Environmental, Inc.

Project/Site: 2555 13th Ave SW, Seattle, WA 98134

Method: 624 - Volatile Organic Compounds (GC/MS)

Client Sample ID: Method BlankLab Sample ID: MB 580-131401/5

Matrix: Water Prep Type: Total/NA

Analysis Batch: 131401

RL MDL

Chloromethane ND 5.0 0.75 ug/L 03/08/13 10:47 1

MB MB

Analyte Dil FacAnalyzedPreparedDUnitResult Qualifier

ND 0.151.0 ug/L 03/08/13 10:47 1Vinyl chloride

ND 0.755.0 ug/L 03/08/13 10:47 1Bromomethane

ND 0.755.0 ug/L 03/08/13 10:47 1Chloroethane

ND 0.151.0 ug/L 03/08/13 10:47 1Trichlorofluoromethane

ND 0.151.0 ug/L 03/08/13 10:47 11,1-Dichloroethene

ND 0.153.0 ug/L 03/08/13 10:47 1Methylene Chloride

ND 0.151.0 ug/L 03/08/13 10:47 1trans-1,2-Dichloroethene

ND 0.151.0 ug/L 03/08/13 10:47 11,1-Dichloroethane

ND 0.151.0 ug/L 03/08/13 10:47 1Chloroform

ND 0.151.0 ug/L 03/08/13 10:47 11,1,1-Trichloroethane

ND 0.151.0 ug/L 03/08/13 10:47 1Carbon tetrachloride

ND 0.151.0 ug/L 03/08/13 10:47 1Benzene

ND 0.151.0 ug/L 03/08/13 10:47 11,2-Dichloroethane

ND 0.151.0 ug/L 03/08/13 10:47 1Trichloroethene

ND 0.151.0 ug/L 03/08/13 10:47 11,2-Dichloropropane

ND 0.151.0 ug/L 03/08/13 10:47 1Bromodichloromethane

ND 0.151.0 ug/L 03/08/13 10:47 1cis-1,3-Dichloropropene

ND 0.151.0 ug/L 03/08/13 10:47 1Toluene

ND 0.151.0 ug/L 03/08/13 10:47 1trans-1,3-Dichloropropene

ND 0.151.0 ug/L 03/08/13 10:47 11,1,2-Trichloroethane

ND 0.151.0 ug/L 03/08/13 10:47 1Tetrachloroethene

ND 0.321.0 ug/L 03/08/13 10:47 1Dibromochloromethane

ND 0.151.0 ug/L 03/08/13 10:47 1Chlorobenzene

ND 0.151.0 ug/L 03/08/13 10:47 1Ethylbenzene

ND 0.302.0 ug/L 03/08/13 10:47 1m-Xylene & p-Xylene

ND 0.151.0 ug/L 03/08/13 10:47 1o-Xylene

ND 0.151.0 ug/L 03/08/13 10:47 1Bromoform

ND 0.151.0 ug/L 03/08/13 10:47 11,1,2,2-Tetrachloroethane

ND 0.151.0 ug/L 03/08/13 10:47 11,3-Dichlorobenzene

ND 0.151.0 ug/L 03/08/13 10:47 11,4-Dichlorobenzene

ND 0.151.0 ug/L 03/08/13 10:47 11,2-Dichlorobenzene

Trifluorotoluene (Surr) 113 74 - 123 03/08/13 10:47 1

MB MB

Surrogate Dil FacPrepared AnalyzedQualifier Limits%Recovery

98 03/08/13 10:47 1Toluene-d8 (Surr) 79 - 122

102 03/08/13 10:47 1Fluorobenzene (Surr) 77 - 121

95 03/08/13 10:47 1Ethylbenzene-d10 78 - 117

94 03/08/13 10:47 14-Bromofluorobenzene (Surr) 78 - 119

Client Sample ID: Lab Control SampleLab Sample ID: LCS 580-131401/6

Matrix: Water Prep Type: Total/NA

Analysis Batch: 131401

Chloromethane 20.0 22.0 ug/L 110 1 - 273

Analyte

LCS LCS

DUnitResult Qualifier %Rec

Spike

Added

%Rec.

Limits

Vinyl chloride 20.1 22.6 ug/L 113 1 - 251

Bromomethane 20.1 21.7 ug/L 108 1 - 242
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QC Sample Results
TestAmerica Job ID: 580-37375-1Client: PES Environmental, Inc.

Project/Site: 2555 13th Ave SW, Seattle, WA 98134

Method: 624 - Volatile Organic Compounds (GC/MS) (Continued)

Client Sample ID: Lab Control SampleLab Sample ID: LCS 580-131401/6

Matrix: Water Prep Type: Total/NA

Analysis Batch: 131401

Chloroethane 20.0 20.6 ug/L 103 14 - 230

Analyte

LCS LCS

DUnitResult Qualifier %Rec

Spike

Added

%Rec.

Limits

Trichlorofluoromethane 20.0 21.1 ug/L 105 17 - 181

1,1-Dichloroethene 20.1 22.2 ug/L 110 1 - 234

Methylene Chloride 20.1 20.5 ug/L 102 1 - 221

trans-1,2-Dichloroethene 20.1 22.3 ug/L 111 54 - 156

1,1-Dichloroethane 20.1 23.1 ug/L 115 59 - 155

Chloroform 20.1 22.2 ug/L 111 51 - 138

1,1,1-Trichloroethane 20.1 22.6 ug/L 113 52 - 162

Carbon tetrachloride 20.1 23.5 ug/L 117 70 - 140

Benzene 20.0 21.9 ug/L 109 37 - 151

1,2-Dichloroethane 20.1 21.8 ug/L 108 49 - 155

Trichloroethene 20.3 23.9 ug/L 117 71 - 157

1,2-Dichloropropane 20.1 22.7 ug/L 113 1 - 210

Bromodichloromethane 20.3 21.6 ug/L 106 35 - 155

cis-1,3-Dichloropropene 19.8 16.9 ug/L 85 1 - 227

Toluene 20.1 22.5 ug/L 112 47 - 150

trans-1,3-Dichloropropene 20.4 15.8 ug/L 78 17 - 183

1,1,2-Trichloroethane 20.1 22.6 ug/L 112 52 - 150

Tetrachloroethene 20.0 20.5 ug/L 102 64 - 148

Dibromochloromethane 20.3 23.0 ug/L 113 53 - 149

Chlorobenzene 20.0 20.7 ug/L 103 37 - 160

Ethylbenzene 20.0 22.5 ug/L 112 37 - 162

m-Xylene & p-Xylene 40.2 45.8 ug/L 114 78 - 114

o-Xylene 20.1 22.8 ug/L 113 77 - 116

Bromoform 20.2 19.7 ug/L 97 45 - 169

1,1,2,2-Tetrachloroethane 20.0 23.4 ug/L 117 46 - 157

1,3-Dichlorobenzene 20.1 22.3 ug/L 111 59 - 156

1,4-Dichlorobenzene 20.1 21.8 ug/L 109 18 - 190

1,2-Dichlorobenzene 20.1 22.3 ug/L 111 18 - 190

Trifluorotoluene (Surr) 74 - 123

Surrogate

108

LCS LCS

Qualifier Limits%Recovery

101Toluene-d8 (Surr) 79 - 122

101Fluorobenzene (Surr) 77 - 121

104Ethylbenzene-d10 78 - 117

1024-Bromofluorobenzene (Surr) 78 - 119

Client Sample ID: Lab Control Sample DupLab Sample ID: LCSD 580-131401/7

Matrix: Water Prep Type: Total/NA

Analysis Batch: 131401

Chloromethane 20.0 24.8 ug/L 124 1 - 273 12 30

Analyte

LCSD LCSD

DUnitResult Qualifier %Rec

Spike

Added

%Rec.

Limits LimitRPD

RPD

Vinyl chloride 20.1 25.8 ug/L 129 1 - 251 13 30

Bromomethane 20.1 22.5 ug/L 112 1 - 242 4 30

Chloroethane 20.0 27.2 ug/L 136 14 - 230 27 30

Trichlorofluoromethane 20.0 24.7 ug/L 123 17 - 181 16 30

1,1-Dichloroethene 20.1 23.6 ug/L 117 1 - 234 6 30
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QC Sample Results
TestAmerica Job ID: 580-37375-1Client: PES Environmental, Inc.

Project/Site: 2555 13th Ave SW, Seattle, WA 98134

Method: 624 - Volatile Organic Compounds (GC/MS) (Continued)

Client Sample ID: Lab Control Sample DupLab Sample ID: LCSD 580-131401/7

Matrix: Water Prep Type: Total/NA

Analysis Batch: 131401

Methylene Chloride 20.1 22.0 ug/L 109 1 - 221 7 30

Analyte

LCSD LCSD

DUnitResult Qualifier %Rec

Spike

Added

%Rec.

Limits LimitRPD

RPD

trans-1,2-Dichloroethene 20.1 22.6 ug/L 112 54 - 156 1 30

1,1-Dichloroethane 20.1 23.3 ug/L 116 59 - 155 1 30

Chloroform 20.1 22.9 ug/L 114 51 - 138 3 30

1,1,1-Trichloroethane 20.1 23.5 ug/L 117 52 - 162 4 30

Carbon tetrachloride 20.1 24.1 ug/L 120 70 - 140 2 30

Benzene 20.0 22.2 ug/L 111 37 - 151 2 30

1,2-Dichloroethane 20.1 22.3 ug/L 111 49 - 155 2 30

Trichloroethene 20.3 23.6 ug/L 116 71 - 157 1 30

1,2-Dichloropropane 20.1 22.6 ug/L 112 1 - 210 1 30

Bromodichloromethane 20.3 22.3 ug/L 110 35 - 155 4 30

cis-1,3-Dichloropropene 19.8 17.9 ug/L 91 1 - 227 6 30

Toluene 20.1 23.0 ug/L 115 47 - 150 3 30

trans-1,3-Dichloropropene 20.4 16.3 ug/L 80 17 - 183 3 30

1,1,2-Trichloroethane 20.1 23.3 ug/L 116 52 - 150 3 30

Tetrachloroethene 20.0 21.3 ug/L 106 64 - 148 4 30

Dibromochloromethane 20.3 22.8 ug/L 112 53 - 149 1 30

Chlorobenzene 20.0 20.0 ug/L 100 37 - 160 4 30

Ethylbenzene 20.0 22.4 ug/L 112 37 - 162 0 30

m-Xylene & p-Xylene 40.2 45.4 ug/L 113 78 - 114 1 30

o-Xylene 20.1 22.6 ug/L 113 77 - 116 1 30

Bromoform 20.2 19.6 ug/L 97 45 - 169 0 30

1,1,2,2-Tetrachloroethane 20.0 23.1 ug/L 115 46 - 157 1 30

1,3-Dichlorobenzene 20.1 22.3 ug/L 111 59 - 156 0 30

1,4-Dichlorobenzene 20.1 21.6 ug/L 107 18 - 190 1 30

1,2-Dichlorobenzene 20.1 21.9 ug/L 109 18 - 190 2 30

Trifluorotoluene (Surr) 74 - 123

Surrogate

116

LCSD LCSD

Qualifier Limits%Recovery

101Toluene-d8 (Surr) 79 - 122

100Fluorobenzene (Surr) 77 - 121

97Ethylbenzene-d10 78 - 117

1034-Bromofluorobenzene (Surr) 78 - 119

Client Sample ID: Method BlankLab Sample ID: MB 580-131538/9

Matrix: Water Prep Type: Total/NA

Analysis Batch: 131538

RL MDL

Chloromethane ND 5.0 0.75 ug/L 03/12/13 15:38 1

MB MB

Analyte Dil FacAnalyzedPreparedDUnitResult Qualifier

ND 0.151.0 ug/L 03/12/13 15:38 1Vinyl chloride

ND 0.755.0 ug/L 03/12/13 15:38 1Bromomethane

ND 0.755.0 ug/L 03/12/13 15:38 1Chloroethane

ND 0.151.0 ug/L 03/12/13 15:38 1Trichlorofluoromethane

ND 0.151.0 ug/L 03/12/13 15:38 11,1-Dichloroethene

ND 0.153.0 ug/L 03/12/13 15:38 1Methylene Chloride

ND 0.151.0 ug/L 03/12/13 15:38 1trans-1,2-Dichloroethene

ND 0.151.0 ug/L 03/12/13 15:38 11,1-Dichloroethane
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QC Sample Results
TestAmerica Job ID: 580-37375-1Client: PES Environmental, Inc.

Project/Site: 2555 13th Ave SW, Seattle, WA 98134

Method: 624 - Volatile Organic Compounds (GC/MS) (Continued)

Client Sample ID: Method BlankLab Sample ID: MB 580-131538/9

Matrix: Water Prep Type: Total/NA

Analysis Batch: 131538

RL MDL

Chloroform ND 1.0 0.15 ug/L 03/12/13 15:38 1

MB MB

Analyte Dil FacAnalyzedPreparedDUnitResult Qualifier

ND 0.151.0 ug/L 03/12/13 15:38 11,1,1-Trichloroethane

ND 0.151.0 ug/L 03/12/13 15:38 1Carbon tetrachloride

ND 0.151.0 ug/L 03/12/13 15:38 1Benzene

ND 0.151.0 ug/L 03/12/13 15:38 11,2-Dichloroethane

ND 0.151.0 ug/L 03/12/13 15:38 1Trichloroethene

ND 0.151.0 ug/L 03/12/13 15:38 11,2-Dichloropropane

ND 0.151.0 ug/L 03/12/13 15:38 1Bromodichloromethane

ND 0.151.0 ug/L 03/12/13 15:38 1cis-1,3-Dichloropropene

ND 0.151.0 ug/L 03/12/13 15:38 1Toluene

ND 0.151.0 ug/L 03/12/13 15:38 1trans-1,3-Dichloropropene

ND 0.151.0 ug/L 03/12/13 15:38 11,1,2-Trichloroethane

ND 0.151.0 ug/L 03/12/13 15:38 1Tetrachloroethene

ND 0.321.0 ug/L 03/12/13 15:38 1Dibromochloromethane

ND 0.151.0 ug/L 03/12/13 15:38 1Chlorobenzene

ND 0.151.0 ug/L 03/12/13 15:38 1Ethylbenzene

ND 0.302.0 ug/L 03/12/13 15:38 1m-Xylene & p-Xylene

ND 0.151.0 ug/L 03/12/13 15:38 1o-Xylene

ND 0.151.0 ug/L 03/12/13 15:38 1Bromoform

ND 0.151.0 ug/L 03/12/13 15:38 11,1,2,2-Tetrachloroethane

ND 0.151.0 ug/L 03/12/13 15:38 11,3-Dichlorobenzene

ND 0.151.0 ug/L 03/12/13 15:38 11,4-Dichlorobenzene

ND 0.151.0 ug/L 03/12/13 15:38 11,2-Dichlorobenzene

Trifluorotoluene (Surr) 110 74 - 123 03/12/13 15:38 1

MB MB

Surrogate Dil FacPrepared AnalyzedQualifier Limits%Recovery

97 03/12/13 15:38 1Toluene-d8 (Surr) 79 - 122

101 03/12/13 15:38 1Fluorobenzene (Surr) 77 - 121

94 03/12/13 15:38 1Ethylbenzene-d10 78 - 117

92 03/12/13 15:38 14-Bromofluorobenzene (Surr) 78 - 119

Client Sample ID: Lab Control SampleLab Sample ID: LCS 580-131538/10

Matrix: Water Prep Type: Total/NA

Analysis Batch: 131538

Chloromethane 20.0 20.4 ug/L 102 1 - 273

Analyte

LCS LCS

DUnitResult Qualifier %Rec

Spike

Added

%Rec.

Limits

Vinyl chloride 20.1 20.2 ug/L 101 1 - 251

Bromomethane 20.1 23.2 ug/L 116 1 - 242

Chloroethane 20.0 24.9 ug/L 124 14 - 230

Trichlorofluoromethane 20.0 23.3 ug/L 117 17 - 181

1,1-Dichloroethene 20.1 21.7 ug/L 108 1 - 234

Methylene Chloride 20.1 21.0 ug/L 105 1 - 221

trans-1,2-Dichloroethene 20.1 21.8 ug/L 109 54 - 156

1,1-Dichloroethane 20.1 21.7 ug/L 108 59 - 155

Chloroform 20.1 22.1 ug/L 110 51 - 138

1,1,1-Trichloroethane 20.1 21.8 ug/L 108 52 - 162

Carbon tetrachloride 20.1 22.9 ug/L 114 70 - 140
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QC Sample Results
TestAmerica Job ID: 580-37375-1Client: PES Environmental, Inc.

Project/Site: 2555 13th Ave SW, Seattle, WA 98134

Method: 624 - Volatile Organic Compounds (GC/MS) (Continued)

Client Sample ID: Lab Control SampleLab Sample ID: LCS 580-131538/10

Matrix: Water Prep Type: Total/NA

Analysis Batch: 131538

Benzene 20.0 22.2 ug/L 111 37 - 151

Analyte

LCS LCS

DUnitResult Qualifier %Rec

Spike

Added

%Rec.

Limits

1,2-Dichloroethane 20.1 22.4 ug/L 111 49 - 155

Trichloroethene 20.3 22.8 ug/L 112 71 - 157

1,2-Dichloropropane 20.1 22.2 ug/L 111 1 - 210

Bromodichloromethane 20.3 20.7 ug/L 102 35 - 155

cis-1,3-Dichloropropene 19.8 16.5 ug/L 84 1 - 227

Toluene 20.1 22.1 ug/L 110 47 - 150

trans-1,3-Dichloropropene 20.4 15.5 ug/L 76 17 - 183

1,1,2-Trichloroethane 20.1 23.1 ug/L 115 52 - 150

Tetrachloroethene 20.0 24.1 ug/L 120 64 - 148

Dibromochloromethane 20.3 21.9 ug/L 108 53 - 149

Chlorobenzene 20.0 19.9 ug/L 99 37 - 160

Ethylbenzene 20.0 21.4 ug/L 107 37 - 162

m-Xylene & p-Xylene 40.2 43.5 ug/L 108 78 - 114

o-Xylene 20.1 21.6 ug/L 107 77 - 116

Bromoform 20.2 18.8 ug/L 93 45 - 169

1,1,2,2-Tetrachloroethane 20.0 22.2 ug/L 111 46 - 157

1,3-Dichlorobenzene 20.1 21.2 ug/L 106 59 - 156

1,4-Dichlorobenzene 20.1 21.0 ug/L 105 18 - 190

1,2-Dichlorobenzene 20.1 21.6 ug/L 108 18 - 190

Trifluorotoluene (Surr) 74 - 123

Surrogate

112

LCS LCS

Qualifier Limits%Recovery

99Toluene-d8 (Surr) 79 - 122

99Fluorobenzene (Surr) 77 - 121

104Ethylbenzene-d10 78 - 117

974-Bromofluorobenzene (Surr) 78 - 119

Client Sample ID: Lab Control Sample DupLab Sample ID: LCSD 580-131538/11

Matrix: Water Prep Type: Total/NA

Analysis Batch: 131538

Chloromethane 20.0 21.2 ug/L 106 1 - 273 4 30

Analyte

LCSD LCSD

DUnitResult Qualifier %Rec

Spike

Added

%Rec.

Limits LimitRPD

RPD

Vinyl chloride 20.1 21.1 ug/L 105 1 - 251 4 30

Bromomethane 20.1 24.3 ug/L 121 1 - 242 5 30

Chloroethane 20.0 26.6 ug/L 133 14 - 230 7 30

Trichlorofluoromethane 20.0 24.9 ug/L 124 17 - 181 6 30

1,1-Dichloroethene 20.1 23.2 ug/L 116 1 - 234 7 30

Methylene Chloride 20.1 22.3 ug/L 111 1 - 221 6 30

trans-1,2-Dichloroethene 20.1 22.6 ug/L 113 54 - 156 4 30

1,1-Dichloroethane 20.1 22.5 ug/L 112 59 - 155 4 30

Chloroform 20.1 22.6 ug/L 113 51 - 138 2 30

1,1,1-Trichloroethane 20.1 21.9 ug/L 109 52 - 162 1 30

Carbon tetrachloride 20.1 23.4 ug/L 116 70 - 140 2 30

Benzene 20.0 22.8 ug/L 114 37 - 151 3 30

1,2-Dichloroethane 20.1 21.9 ug/L 109 49 - 155 2 30

Trichloroethene 20.3 23.1 ug/L 114 71 - 157 1 30
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QC Sample Results
TestAmerica Job ID: 580-37375-1Client: PES Environmental, Inc.

Project/Site: 2555 13th Ave SW, Seattle, WA 98134

Method: 624 - Volatile Organic Compounds (GC/MS) (Continued)

Client Sample ID: Lab Control Sample DupLab Sample ID: LCSD 580-131538/11

Matrix: Water Prep Type: Total/NA

Analysis Batch: 131538

1,2-Dichloropropane 20.1 22.0 ug/L 110 1 - 210 1 30

Analyte

LCSD LCSD

DUnitResult Qualifier %Rec

Spike

Added

%Rec.

Limits LimitRPD

RPD

Bromodichloromethane 20.3 20.5 ug/L 101 35 - 155 1 30

cis-1,3-Dichloropropene 19.8 16.3 ug/L 82 1 - 227 1 30

Toluene 20.1 22.2 ug/L 111 47 - 150 1 30

trans-1,3-Dichloropropene 20.4 14.9 ug/L 73 17 - 183 4 30

1,1,2-Trichloroethane 20.1 22.1 ug/L 110 52 - 150 4 30

Tetrachloroethene 20.0 27.0 ug/L 134 64 - 148 11 30

Dibromochloromethane 20.3 20.2 ug/L 100 53 - 149 8 30

Chlorobenzene 20.0 20.2 ug/L 101 37 - 160 2 30

Ethylbenzene 20.0 22.0 ug/L 109 37 - 162 2 30

m-Xylene & p-Xylene 40.2 44.6 ug/L 111 78 - 114 3 30

o-Xylene 20.1 22.0 ug/L 109 77 - 116 2 30

Bromoform 20.2 18.6 ug/L 92 45 - 169 1 30

1,1,2,2-Tetrachloroethane 20.0 21.6 ug/L 108 46 - 157 3 30

1,3-Dichlorobenzene 20.1 21.6 ug/L 108 59 - 156 2 30

1,4-Dichlorobenzene 20.1 21.1 ug/L 105 18 - 190 0 30

1,2-Dichlorobenzene 20.1 21.3 ug/L 106 18 - 190 1 30

Trifluorotoluene (Surr) 74 - 123

Surrogate

113

LCSD LCSD

Qualifier Limits%Recovery

98Toluene-d8 (Surr) 79 - 122

102Fluorobenzene (Surr) 77 - 121

101Ethylbenzene-d10 78 - 117

984-Bromofluorobenzene (Surr) 78 - 119

Method: 625 - Semivolatile Organic Compounds (GC/MS)

Client Sample ID: Method BlankLab Sample ID: MB 580-131414/1-A

Matrix: Water Prep Type: Total/NA

Analysis Batch: 131460 Prep Batch: 131414

RL MDL

1,2,4-Trichlorobenzene ND 2.0 0.50 ug/L 03/08/13 12:41 03/11/13 15:22 1

MB MB

Analyte Dil FacAnalyzedPreparedDUnitResult Qualifier

ND 0.502.0 ug/L 03/08/13 12:41 03/11/13 15:22 11,2-Dichlorobenzene

ND 0.502.0 ug/L 03/08/13 12:41 03/11/13 15:22 11,3-Dichlorobenzene

ND 0.502.0 ug/L 03/08/13 12:41 03/11/13 15:22 11,4-Dichlorobenzene

ND 0.502.0 ug/L 03/08/13 12:41 03/11/13 15:22 12,4,5-Trichlorophenol

ND 0.503.0 ug/L 03/08/13 12:41 03/11/13 15:22 12,4,6-Trichlorophenol

ND 0.502.0 ug/L 03/08/13 12:41 03/11/13 15:22 12,4-Dichlorophenol

ND 1.510 ug/L 03/08/13 12:41 03/11/13 15:22 12,4-Dimethylphenol

ND 5.025 ug/L 03/08/13 12:41 03/11/13 15:22 12,4-Dinitrophenol

ND 0.502.0 ug/L 03/08/13 12:41 03/11/13 15:22 12,4-Dinitrotoluene

ND 0.502.0 ug/L 03/08/13 12:41 03/11/13 15:22 12,6-Dinitrotoluene

ND 0.100.30 ug/L 03/08/13 12:41 03/11/13 15:22 12-Chloronaphthalene

ND 0.502.0 ug/L 03/08/13 12:41 03/11/13 15:22 12-Chlorophenol

ND 0.502.0 ug/L 03/08/13 12:41 03/11/13 15:22 12-Methylphenol

ND 0.502.0 ug/L 03/08/13 12:41 03/11/13 15:22 12-Nitrophenol

ND 0.5010 ug/L 03/08/13 12:41 03/11/13 15:22 13,3'-Dichlorobenzidine
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QC Sample Results
TestAmerica Job ID: 580-37375-1Client: PES Environmental, Inc.

Project/Site: 2555 13th Ave SW, Seattle, WA 98134

Method: 625 - Semivolatile Organic Compounds (GC/MS) (Continued)

Client Sample ID: Method BlankLab Sample ID: MB 580-131414/1-A

Matrix: Water Prep Type: Total/NA

Analysis Batch: 131460 Prep Batch: 131414

RL MDL

4,6-Dinitro-2-methylphenol ND 20 5.0 ug/L 03/08/13 12:41 03/11/13 15:22 1

MB MB

Analyte Dil FacAnalyzedPreparedDUnitResult Qualifier

ND 0.502.0 ug/L 03/08/13 12:41 03/11/13 15:22 14-Bromophenyl phenyl ether

ND 0.502.0 ug/L 03/08/13 12:41 03/11/13 15:22 14-Chloro-3-methylphenol

ND 0.502.0 ug/L 03/08/13 12:41 03/11/13 15:22 14-Chlorophenyl phenyl ether

ND 5.015 ug/L 03/08/13 12:41 03/11/13 15:22 14-Nitrophenol

ND 0.100.50 ug/L 03/08/13 12:41 03/11/13 15:22 1Acenaphthene

ND 0.100.40 ug/L 03/08/13 12:41 03/11/13 15:22 1Acenaphthylene

ND 0.0500.20 ug/L 03/08/13 12:41 03/11/13 15:22 1Anthracene

ND 0.100.30 ug/L 03/08/13 12:41 03/11/13 15:22 1Benzo[a]anthracene

ND 0.100.20 ug/L 03/08/13 12:41 03/11/13 15:22 1Benzo[a]pyrene

ND 0.100.40 ug/L 03/08/13 12:41 03/11/13 15:22 1Benzo[b]fluoranthene

ND 0.100.30 ug/L 03/08/13 12:41 03/11/13 15:22 1Benzo[g,h,i]perylene

ND 0.100.30 ug/L 03/08/13 12:41 03/11/13 15:22 1Benzo[k]fluoranthene

ND 0.502.0 ug/L 03/08/13 12:41 03/11/13 15:22 1Bis(2-chloroethoxy)methane

ND 0.502.0 ug/L 03/08/13 12:41 03/11/13 15:22 1Bis(2-chloroethyl)ether

ND 5.915 ug/L 03/08/13 12:41 03/11/13 15:22 1Bis(2-ethylhexyl) phthalate

ND 1.03.0 ug/L 03/08/13 12:41 03/11/13 15:22 1Butyl benzyl phthalate

ND 0.502.0 ug/L 03/08/13 12:41 03/11/13 15:22 1Carbazole

ND 0.0650.20 ug/L 03/08/13 12:41 03/11/13 15:22 1Chrysene

ND 0.503.0 ug/L 03/08/13 12:41 03/11/13 15:22 1n-Decane

ND 0.652.0 ug/L 03/08/13 12:41 03/11/13 15:22 1Di-n-butyl phthalate

ND 0.902.0 ug/L 03/08/13 12:41 03/11/13 15:22 1Di-n-octyl phthalate

ND 0.100.30 ug/L 03/08/13 12:41 03/11/13 15:22 1Dibenz(a,h)anthracene

ND 0.502.0 ug/L 03/08/13 12:41 03/11/13 15:22 1Dibenzofuran

ND 0.502.0 ug/L 03/08/13 12:41 03/11/13 15:22 1Diethyl phthalate

ND 0.502.0 ug/L 03/08/13 12:41 03/11/13 15:22 1Dimethyl phthalate

ND 0.0650.25 ug/L 03/08/13 12:41 03/11/13 15:22 1Fluoranthene

ND 0.100.30 ug/L 03/08/13 12:41 03/11/13 15:22 1Fluorene

ND 0.502.0 ug/L 03/08/13 12:41 03/11/13 15:22 1Hexachlorobenzene

ND 0.503.0 ug/L 03/08/13 12:41 03/11/13 15:22 1Hexachlorobutadiene

ND 0.5010 ug/L 03/08/13 12:41 03/11/13 15:22 1Hexachlorocyclopentadiene

ND 0.503.0 ug/L 03/08/13 12:41 03/11/13 15:22 1Hexachloroethane

ND 0.100.30 ug/L 03/08/13 12:41 03/11/13 15:22 1Indeno[1,2,3-cd]pyrene

ND 0.502.0 ug/L 03/08/13 12:41 03/11/13 15:22 1Isophorone

ND 1.010 ug/L 03/08/13 12:41 03/11/13 15:22 1N-Nitrosodimethylamine

ND 0.502.0 ug/L 03/08/13 12:41 03/11/13 15:22 1N-Nitrosodiphenylamine

ND 0.652.0 ug/L 03/08/13 12:41 03/11/13 15:22 1Octadecane

ND 0.502.0 ug/L 03/08/13 12:41 03/11/13 15:22 1Naphthalene

ND 0.502.0 ug/L 03/08/13 12:41 03/11/13 15:22 1Nitrobenzene

ND 0.503.5 ug/L 03/08/13 12:41 03/11/13 15:22 1Pentachlorophenol

ND 0.100.40 ug/L 03/08/13 12:41 03/11/13 15:22 1Phenanthrene

ND 0.503.0 ug/L 03/08/13 12:41 03/11/13 15:22 1Phenol

ND 0.0650.30 ug/L 03/08/13 12:41 03/11/13 15:22 1Pyrene

ND 0.505.0 ug/L 03/08/13 12:41 03/11/13 15:22 11,2-Diphenylhydrazine (as 

Azobenzene)

ND 0.502.0 ug/L 03/08/13 12:41 03/11/13 15:22 1bis (2-chloroisopropyl) ether
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QC Sample Results
TestAmerica Job ID: 580-37375-1Client: PES Environmental, Inc.

Project/Site: 2555 13th Ave SW, Seattle, WA 98134

Method: 625 - Semivolatile Organic Compounds (GC/MS) (Continued)

Client Sample ID: Method BlankLab Sample ID: MB 580-131414/1-A

Matrix: Water Prep Type: Total/NA

Analysis Batch: 131460 Prep Batch: 131414

2,4,6-Tribromophenol 98 47 - 137 03/11/13 15:22 1

MB MB

Surrogate

03/08/13 12:41

Dil FacPrepared AnalyzedQualifier Limits%Recovery

88 03/08/13 12:41 03/11/13 15:22 12-Fluorobiphenyl 56 - 124

110 03/08/13 12:41 03/11/13 15:22 12-Fluorophenol 20 - 122

104 03/08/13 12:41 03/11/13 15:22 1Nitrobenzene-d5 59 - 123

105 03/08/13 12:41 03/11/13 15:22 1Phenol-d5 20 - 123

94 03/08/13 12:41 03/11/13 15:22 1Terphenyl-d14 60 - 135

Client Sample ID: Lab Control SampleLab Sample ID: LCS 580-131414/2-A

Matrix: Water Prep Type: Total/NA

Analysis Batch: 131460 Prep Batch: 131414

1,2,4-Trichlorobenzene 10.0 11.2 ug/L 112 44 - 142

Analyte

LCS LCS

DUnitResult Qualifier %Rec

Spike

Added

%Rec.

Limits

1,2-Dichlorobenzene 10.0 10.1 ug/L 101 32 - 129

1,3-Dichlorobenzene 9.99 11.0 ug/L 110 1 - 172

1,4-Dichlorobenzene 10.0 11.2 ug/L 112 20 - 124

2,4,5-Trichlorophenol 10.0 12.7 ug/L 127 50 - 150

2,4,6-Trichlorophenol 9.93 12.3 ug/L 124 37 - 144

2,4-Dichlorophenol 9.90 10.1 ug/L 102 39 - 135

2,4-Dimethylphenol 9.90 11.4 ug/L 115 32 - 119

2,4-Dinitrophenol 49.3 56.1 ug/L 114 1 - 191

2,4-Dinitrotoluene 10.0 12.8 ug/L 128 39 - 139

2,6-Dinitrotoluene 9.99 12.6 ug/L 126 50 - 158

2-Chloronaphthalene 10.0 10.6 ug/L 106 60 - 118

2-Chlorophenol 9.90 11.5 ug/L 116 23 - 134

2-Methylphenol 10.0 10.8 ug/L 108 44 - 113

2-Nitrophenol 9.89 12.1 ug/L 122 29 - 182

3,3'-Dichlorobenzidine 19.8 17.2 ug/L 87 1 - 262

4,6-Dinitro-2-methylphenol 49.8 57.0 ug/L 114 1 - 181

4-Bromophenyl phenyl ether 10.0 13.0 * ug/L 130 53 - 127

4-Chloro-3-methylphenol 10.2 11.0 ug/L 108 22 - 147

4-Chlorophenyl phenyl ether 9.98 12.2 ug/L 122 25 - 158

4-Nitrophenol 50.5 54.8 ug/L 108 1 - 132

Acenaphthene 10.0 11.0 ug/L 110 47 - 145

Acenaphthylene 9.99 10.9 ug/L 109 33 - 145

Anthracene 9.99 10.4 ug/L 104 27 - 133

Benzo[a]anthracene 10.0 10.6 ug/L 106 33 - 143

Benzo[a]pyrene 10.0 10.4 ug/L 104 17 - 163

Benzo[b]fluoranthene 10.0 11.2 ug/L 112 24 - 159

Benzo[g,h,i]perylene 10.0 10.6 ug/L 106 1 - 219

Benzo[k]fluoranthene 9.99 10.6 ug/L 106 11 - 162

Bis(2-chloroethoxy)methane 10.0 13.3 ug/L 133 33 - 184

Bis(2-chloroethyl)ether 10.0 12.0 ug/L 120 12 - 158

Bis(2-ethylhexyl) phthalate 9.97 15.2 ug/L 153 8 - 158

Butyl benzyl phthalate 10.0 10.9 ug/L 108 1 - 152

Carbazole 10.0 11.0 ug/L 110 45 - 135

Chrysene 9.64 10.7 ug/L 111 17 - 168

n-Decane 9.96 12.5 ug/L 125 20 - 150
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QC Sample Results
TestAmerica Job ID: 580-37375-1Client: PES Environmental, Inc.

Project/Site: 2555 13th Ave SW, Seattle, WA 98134

Method: 625 - Semivolatile Organic Compounds (GC/MS) (Continued)

Client Sample ID: Lab Control SampleLab Sample ID: LCS 580-131414/2-A

Matrix: Water Prep Type: Total/NA

Analysis Batch: 131460 Prep Batch: 131414

Di-n-butyl phthalate 10.0 10.7 ug/L 107 1 - 118

Analyte

LCS LCS

DUnitResult Qualifier %Rec

Spike

Added

%Rec.

Limits

Di-n-octyl phthalate 10.0 11.4 ug/L 114 4 - 146

Dibenz(a,h)anthracene 10.0 10.5 ug/L 106 1 - 227

Dibenzofuran 10.0 11.5 ug/L 114 50 - 150

Diethyl phthalate 10.1 10.7 ug/L 106 1 - 114

Dimethyl phthalate 10.0 11.2 ug/L 112 1 - 112

Fluoranthene 10.0 10.5 ug/L 105 26 - 137

Fluorene 10.1 11.0 ug/L 109 59 - 121

Hexachlorobenzene 10.0 10.4 ug/L 104 1 - 152

Hexachlorobutadiene 9.99 11.0 ug/L 110 24 - 116

Hexachlorocyclopentadiene 10.0 7.86 J ug/L 79 20 - 150

Hexachloroethane 10.0 10.2 ug/L 102 40 - 113

Indeno[1,2,3-cd]pyrene 10.1 11.0 ug/L 109 1 - 171

Isophorone 10.0 11.9 ug/L 119 21 - 196

N-Nitrosodimethylamine 49.7 47.4 ug/L 96 20 - 150

N-Nitrosodiphenylamine 10.0 13.5 ug/L 135 50 - 150

Octadecane 9.96 13.0 ug/L 131 20 - 150

Naphthalene 10.1 10.9 ug/L 109 21 - 133

Nitrobenzene 10.0 11.2 ug/L 112 35 - 180

Pentachlorophenol 9.84 12.1 ug/L 123 14 - 176

Phenanthrene 10.1 10.5 ug/L 104 54 - 120

Phenol 10.2 11.5 * ug/L 113 5 - 112

Pyrene 9.99 10.2 ug/L 102 52 - 115

1,2-Diphenylhydrazine (as 

Azobenzene)

9.97 13.0 ug/L 130 20 - 150

bis (2-chloroisopropyl) ether 9.99 14.4 ug/L 144 36 - 166

2,4,6-Tribromophenol 47 - 137

Surrogate

111

LCS LCS

Qualifier Limits%Recovery

952-Fluorobiphenyl 56 - 124

1102-Fluorophenol 20 - 122

111Nitrobenzene-d5 59 - 123

112Phenol-d5 20 - 123

99Terphenyl-d14 60 - 135

Client Sample ID: Lab Control Sample DupLab Sample ID: LCSD 580-131414/3-A

Matrix: Water Prep Type: Total/NA

Analysis Batch: 131460 Prep Batch: 131414

1,2,4-Trichlorobenzene 10.0 11.0 ug/L 110 44 - 142 2 50

Analyte

LCSD LCSD

DUnitResult Qualifier %Rec

Spike

Added

%Rec.

Limits LimitRPD

RPD

1,2-Dichlorobenzene 10.0 10.1 ug/L 101 32 - 129 0 50

1,3-Dichlorobenzene 9.99 10.4 ug/L 104 1 - 172 5 50

1,4-Dichlorobenzene 10.0 11.1 ug/L 111 20 - 124 1 50

2,4,5-Trichlorophenol 10.0 11.7 ug/L 117 50 - 150 8 50

2,4,6-Trichlorophenol 9.93 11.8 ug/L 119 37 - 144 4 50

2,4-Dichlorophenol 9.90 10.4 ug/L 105 39 - 135 2 50

2,4-Dimethylphenol 9.90 10.3 ug/L 104 32 - 119 11 50
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QC Sample Results
TestAmerica Job ID: 580-37375-1Client: PES Environmental, Inc.

Project/Site: 2555 13th Ave SW, Seattle, WA 98134

Method: 625 - Semivolatile Organic Compounds (GC/MS) (Continued)

Client Sample ID: Lab Control Sample DupLab Sample ID: LCSD 580-131414/3-A

Matrix: Water Prep Type: Total/NA

Analysis Batch: 131460 Prep Batch: 131414

2,4-Dinitrophenol 49.3 56.0 ug/L 113 1 - 191 0 50

Analyte

LCSD LCSD

DUnitResult Qualifier %Rec

Spike

Added

%Rec.

Limits LimitRPD

RPD

2,4-Dinitrotoluene 10.0 11.7 ug/L 117 39 - 139 9 50

2,6-Dinitrotoluene 9.99 11.1 ug/L 111 50 - 158 12 50

2-Chloronaphthalene 10.0 10.1 ug/L 101 60 - 118 5 50

2-Chlorophenol 9.90 11.4 ug/L 115 23 - 134 1 50

2-Methylphenol 10.0 10.8 ug/L 108 44 - 113 1 50

2-Nitrophenol 9.89 11.8 ug/L 119 29 - 182 2 50

3,3'-Dichlorobenzidine 19.8 16.8 ug/L 85 1 - 262 2 50

4,6-Dinitro-2-methylphenol 49.8 55.5 ug/L 111 1 - 181 3 50

4-Bromophenyl phenyl ether 10.0 12.1 ug/L 121 53 - 127 7 50

4-Chloro-3-methylphenol 10.2 11.0 ug/L 108 22 - 147 0 50

4-Chlorophenyl phenyl ether 9.98 12.0 ug/L 121 25 - 158 1 50

4-Nitrophenol 50.5 50.6 ug/L 100 1 - 132 8 50

Acenaphthene 10.0 10.4 ug/L 104 47 - 145 6 50

Acenaphthylene 9.99 10.5 ug/L 105 33 - 145 4 50

Anthracene 9.99 10.3 ug/L 103 27 - 133 1 50

Benzo[a]anthracene 10.0 10.7 ug/L 107 33 - 143 1 50

Benzo[a]pyrene 10.0 10.4 ug/L 104 17 - 163 0 50

Benzo[b]fluoranthene 10.0 10.3 ug/L 103 24 - 159 8 50

Benzo[g,h,i]perylene 10.0 10.4 ug/L 104 1 - 219 1 50

Benzo[k]fluoranthene 9.99 10.7 ug/L 107 11 - 162 1 50

Bis(2-chloroethoxy)methane 10.0 12.6 ug/L 126 33 - 184 5 50

Bis(2-chloroethyl)ether 10.0 11.5 ug/L 115 12 - 158 4 50

Bis(2-ethylhexyl) phthalate 9.97 11.2 J ug/L 113 8 - 158 30 50

Butyl benzyl phthalate 10.0 11.2 ug/L 111 1 - 152 3 50

Carbazole 10.0 11.0 ug/L 110 45 - 135 0 50

Chrysene 9.64 9.98 ug/L 104 17 - 168 7 50

n-Decane 9.96 11.7 ug/L 117 20 - 150 7 50

Di-n-butyl phthalate 10.0 10.4 ug/L 104 1 - 118 3 50

Di-n-octyl phthalate 10.0 11.4 ug/L 114 4 - 146 0 50

Dibenz(a,h)anthracene 10.0 10.8 ug/L 108 1 - 227 2 50

Dibenzofuran 10.0 10.8 ug/L 107 50 - 150 6 50

Diethyl phthalate 10.1 10.2 ug/L 102 1 - 114 4 50

Dimethyl phthalate 10.0 10.7 ug/L 107 1 - 112 5 50

Fluoranthene 10.0 10.0 ug/L 100 26 - 137 4 50

Fluorene 10.1 10.3 ug/L 102 59 - 121 6 50

Hexachlorobenzene 10.0 9.95 ug/L 100 1 - 152 4 50

Hexachlorobutadiene 9.99 10.5 ug/L 105 24 - 116 4 50

Hexachlorocyclopentadiene 10.0 6.95 J ug/L 69 20 - 150 12 50

Hexachloroethane 10.0 10.3 ug/L 103 40 - 113 1 50

Indeno[1,2,3-cd]pyrene 10.1 10.3 ug/L 103 1 - 171 6 50

Isophorone 10.0 11.1 ug/L 111 21 - 196 8 50

N-Nitrosodimethylamine 49.7 52.4 ug/L 105 20 - 150 10 50

N-Nitrosodiphenylamine 10.0 12.3 ug/L 123 50 - 150 9 50

Octadecane 9.96 11.8 ug/L 119 20 - 150 10 50

Naphthalene 10.1 10.4 ug/L 103 21 - 133 5 50

Nitrobenzene 10.0 10.8 ug/L 108 35 - 180 4 50

Pentachlorophenol 9.84 12.1 ug/L 123 14 - 176 0 50
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QC Sample Results
TestAmerica Job ID: 580-37375-1Client: PES Environmental, Inc.

Project/Site: 2555 13th Ave SW, Seattle, WA 98134

Method: 625 - Semivolatile Organic Compounds (GC/MS) (Continued)

Client Sample ID: Lab Control Sample DupLab Sample ID: LCSD 580-131414/3-A

Matrix: Water Prep Type: Total/NA

Analysis Batch: 131460 Prep Batch: 131414

Phenanthrene 10.1 9.94 ug/L 99 54 - 120 6 50

Analyte

LCSD LCSD

DUnitResult Qualifier %Rec

Spike

Added

%Rec.

Limits LimitRPD

RPD

Phenol 10.2 11.6 * ug/L 115 5 - 112 1 50

Pyrene 9.99 10.0 ug/L 101 52 - 115 1 50

1,2-Diphenylhydrazine (as 

Azobenzene)

9.97 12.4 ug/L 125 20 - 150 4 50

bis (2-chloroisopropyl) ether 9.99 13.9 ug/L 139 36 - 166 4 50

2,4,6-Tribromophenol 47 - 137

Surrogate

113

LCSD LCSD

Qualifier Limits%Recovery

942-Fluorobiphenyl 56 - 124

1122-Fluorophenol 20 - 122

109Nitrobenzene-d5 59 - 123

113Phenol-d5 20 - 123

99Terphenyl-d14 60 - 135

Method: 608 - Organochlorine Pesticides/PCBs in Water

Client Sample ID: Method BlankLab Sample ID: MB 580-131390/1-A

Matrix: Water Prep Type: Total/NA

Analysis Batch: 131440 Prep Batch: 131390

RL MDL

Aroclor 1016 ND 0.50 0.045 ug/L 03/08/13 09:52 03/11/13 15:34 1

MB MB

Analyte Dil FacAnalyzedPreparedDUnitResult Qualifier

ND 0.0620.50 ug/L 03/08/13 09:52 03/11/13 15:34 1Aroclor 1221

ND 0.0410.50 ug/L 03/08/13 09:52 03/11/13 15:34 1Aroclor 1232

ND 0.0410.50 ug/L 03/08/13 09:52 03/11/13 15:34 1Aroclor 1242

ND 0.0710.50 ug/L 03/08/13 09:52 03/11/13 15:34 1Aroclor 1248

ND 0.0440.50 ug/L 03/08/13 09:52 03/11/13 15:34 1Aroclor 1254

ND 0.0390.50 ug/L 03/08/13 09:52 03/11/13 15:34 1Aroclor 1260

Tetrachloro-m-xylene 94 44 - 123 03/11/13 15:34 1

MB MB

Surrogate

03/08/13 09:52

Dil FacPrepared AnalyzedQualifier Limits%Recovery

76 03/08/13 09:52 03/11/13 15:34 1DCB Decachlorobiphenyl 37 - 156

Client Sample ID: Lab Control SampleLab Sample ID: LCS 580-131390/2-A

Matrix: Water Prep Type: Total/NA

Analysis Batch: 131440 Prep Batch: 131390

Aroclor 1016 1.00 1.11 ug/L 111 50 - 114

Analyte

LCS LCS

DUnitResult Qualifier %Rec

Spike

Added

%Rec.

Limits

Aroclor 1260 1.00 1.16 ug/L 116 8 - 127

Tetrachloro-m-xylene 44 - 123

Surrogate

103

LCS LCS

Qualifier Limits%Recovery

94DCB Decachlorobiphenyl 37 - 156
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QC Sample Results
TestAmerica Job ID: 580-37375-1Client: PES Environmental, Inc.

Project/Site: 2555 13th Ave SW, Seattle, WA 98134

Method: 608 - Organochlorine Pesticides/PCBs in Water (Continued)

Client Sample ID: Lab Control Sample DupLab Sample ID: LCSD 580-131390/3-A

Matrix: Water Prep Type: Total/NA

Analysis Batch: 131440 Prep Batch: 131390

Aroclor 1016 1.00 1.03 ug/L 103 50 - 114 8 50

Analyte

LCSD LCSD

DUnitResult Qualifier %Rec

Spike

Added

%Rec.

Limits LimitRPD

RPD

Aroclor 1260 1.00 1.00 ug/L 100 8 - 127 15 50

Tetrachloro-m-xylene 44 - 123

Surrogate

97

LCSD LCSD

Qualifier Limits%Recovery

89DCB Decachlorobiphenyl 37 - 156

Method: 1631E - Mercury, Low Level (CVAFS)

Client Sample ID: Method BlankLab Sample ID: MB 240-77881/1-A

Matrix: Water Prep Type: Total/NA

Analysis Batch: 78284 Prep Batch: 77881

RL MDL

Mercury ND 0.50 0.12 ng/L 03/11/13 11:41 03/13/13 13:30 1

MB MB

Analyte Dil FacAnalyzedPreparedDUnitResult Qualifier

Client Sample ID: Lab Control SampleLab Sample ID: LCS 240-77881/2-A

Matrix: Water Prep Type: Total/NA

Analysis Batch: 78284 Prep Batch: 77881

Mercury 5.00 5.44 ng/L 109 77 - 123

Analyte

LCS LCS

DUnitResult Qualifier %Rec

Spike

Added

%Rec.

Limits

Method: 130.2 - Hardness, Total (mg/l as CaC03)

Client Sample ID: Method BlankLab Sample ID: MB 580-131967/1

Matrix: Water Prep Type: Total/NA

Analysis Batch: 131967

RL RL

Hardness as calcium carbonate ND 2.0 2.0 mg/L 03/19/13 15:27 1

MB MB

Analyte Dil FacAnalyzedPreparedDUnitResult Qualifier

Client Sample ID: Lab Control SampleLab Sample ID: LCS 580-131967/2

Matrix: Water Prep Type: Total/NA

Analysis Batch: 131967

Hardness as calcium carbonate 1000 1100 mg/L 110 90 - 110

Analyte

LCS LCS

DUnitResult Qualifier %Rec

Spike

Added

%Rec.

Limits

Client Sample ID: Zinc-INFLab Sample ID: 580-37375-4 DU

Matrix: Water Prep Type: Total/NA

Analysis Batch: 131967

Hardness as calcium carbonate 25 24.0 mg/L 4 20

Analyte

DU DU

DUnitResult Qualifier

Sample

Result

Sample

Qualifier LimitRPD

RPD
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QC Sample Results
TestAmerica Job ID: 580-37375-1Client: PES Environmental, Inc.

Project/Site: 2555 13th Ave SW, Seattle, WA 98134

Method: 405.1 - BOD, 5-Day

Client Sample ID: Method BlankLab Sample ID: SCB 580-131379/2 SCB

Matrix: Water Prep Type: Total/NA

Analysis Batch: 131379

RL RL

Biochemical Oxygen Demand ND s 2.0 2.0 mg/L 03/07/13 22:56 1

SCB SCB

Analyte Dil FacAnalyzedPreparedDUnitResult Qualifier

Client Sample ID: Method BlankLab Sample ID: USB 580-131379/1 USB

Matrix: Water Prep Type: Total/NA

Analysis Batch: 131379

RL RL

Biochemical Oxygen Demand ND 2.0 2.0 mg/L 03/07/13 22:56 1

USB USB

Analyte Dil FacAnalyzedPreparedDUnitResult Qualifier

Client Sample ID: Lab Control SampleLab Sample ID: LCS 580-131379/3

Matrix: Water Prep Type: Total/NA

Analysis Batch: 131379

Biochemical Oxygen Demand 198 220 mg/L 111 85 - 115

Analyte

LCS LCS

DUnitResult Qualifier %Rec

Spike

Added

%Rec.

Limits
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Lab Chronicle
Client: PES Environmental, Inc. TestAmerica Job ID: 580-37375-1

Project/Site: 2555 13th Ave SW, Seattle, WA 98134

Client Sample ID: Outfall-1-030613 Lab Sample ID: 580-37375-1
Matrix: WaterDate Collected: 03/06/13 15:30

Date Received: 03/07/13 15:00

Analysis 624 03/08/13 14:32 EB1 131401 TAL SEA

Type

Batch Batch

MethodPrep Type LabAnalystRun

Prepared

or Analyzed

Batch

Number

Dilution

Factor

Total/NA

Prep CWA_Prep 131414 03/08/13 12:41 RD TAL SEATotal/NA

Analysis 625 1 131460 03/11/13 18:04 AP TAL SEATotal/NA

Prep CWA_Prep 131390 03/08/13 09:52 AA TAL SEATotal/NA

Analysis 608 1 131440 03/11/13 16:41 SH TAL SEATotal/NA

Prep 1631E 77881 03/11/13 11:41 DH TAL NCTotal/NA

Analysis 1631E 1 78513 03/14/13 16:23 DH TAL NCTotal/NA

Client Sample ID: Mercury Blank Lab Sample ID: 580-37375-3
Matrix: WaterDate Collected: 03/06/13 15:30

Date Received: 03/07/13 15:00

Prep 1631E 03/11/13 11:41 DH77881 TAL NC

Type

Batch Batch

MethodPrep Type LabAnalystRun

Prepared

or Analyzed

Batch

Number

Dilution

Factor

Total/NA

Analysis 1631E 1 78513 03/14/13 16:37 DH TAL NCTotal/NA

Client Sample ID: Zinc-INF Lab Sample ID: 580-37375-4
Matrix: WaterDate Collected: 03/06/13 15:45

Date Received: 03/07/13 15:00

Analysis 130.2 03/19/13 15:27 JP1 131967 TAL SEA

Type

Batch Batch

MethodPrep Type LabAnalystRun

Prepared

or Analyzed

Batch

Number

Dilution

Factor

Total/NA

Client Sample ID: Outfall-1-030713 Lab Sample ID: 580-37375-7
Matrix: WaterDate Collected: 03/07/13 13:00

Date Received: 03/07/13 15:00

Analysis 405.1 03/07/13 22:56 AM1 131379 TAL SEA

Type

Batch Batch

MethodPrep Type LabAnalystRun

Prepared

or Analyzed

Batch

Number

Dilution

Factor

Total/NA

Client Sample ID: Trip Blank Lab Sample ID: 580-37375-8
Matrix: WaterDate Collected: 03/06/13 00:00

Date Received: 03/07/13 15:00

Analysis 624 03/12/13 20:40 BT1 131538 TAL SEA

Type

Batch Batch

MethodPrep Type LabAnalystRun

Prepared

or Analyzed

Batch

Number

Dilution

Factor

Total/NA

Laboratory References:

TAL NC = TestAmerica Canton, 4101 Shuffel Street NW, North Canton, OH 44720, TEL (330)497-9396

TAL SEA = TestAmerica Seattle, 5755 8th Street East, Tacoma, WA 98424, TEL (253)922-2310

TestAmerica Seattle
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Certification Summary
Client: PES Environmental, Inc. TestAmerica Job ID: 580-37375-1

Project/Site: 2555 13th Ave SW, Seattle, WA 98134

Laboratory: TestAmerica Seattle
All certifications held by this laboratory are listed.  Not all certifications are applicable to this report.

Authority Program EPA Region Certification ID Expiration Date

California 01-31-1401115CA9NELAP

Montana (UST) State Program 8 N/A 04-30-20

Oregon NELAP 10 WA100007 11-06-13

USDA Federal P330-11-00222 05-20-14

Washington State Program 10 C553 02-17-14

Laboratory: TestAmerica Canton
All certifications held by this laboratory are listed.  Not all certifications are applicable to this report.

Authority Program EPA Region Certification ID Expiration Date

California 06-30-1301144CA9NELAP

Connecticut State Program 1 PH-0590 12-31-13

Florida NELAP 4 E87225 06-30-13

Georgia State Program 4 N/A 06-30-13

Illinois NELAP 5 200004 07-31-13

Kansas NELAP 7 E-10336 01-31-14

Kentucky State Program 4 58 06-30-13

L-A-B DoD ELAP L2315 07-28-13

Minnesota NELAP 5 039-999-348 12-31-13

Nevada State Program 9 OH-000482008A 07-31-13

New Jersey NELAP 2 OH001 06-30-13

New York NELAP 2 10975 04-01-13

Ohio VAP State Program 5 CL0024 01-19-14

Pennsylvania NELAP 3 68-00340 08-31-13

Texas NELAP 6 08-03-13

USDA Federal P330-11-00328 08-26-14

Virginia NELAP 3 460175 09-14-13

Washington State Program 10 C971 01-12-14

West Virginia DEP State Program 3 210 12-31-13

Wisconsin State Program 5 999518190 08-31-13

TestAmerica Seattle
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Sample Summary
TestAmerica Job ID: 580-37375-1Client: PES Environmental, Inc.

Project/Site: 2555 13th Ave SW, Seattle, WA 98134

Lab Sample ID Client Sample ID ReceivedCollectedMatrix

580-37375-1 Outfall-1-030613 Water 03/06/13 15:30 03/07/13 15:00

580-37375-3 Mercury Blank Water 03/06/13 15:30 03/07/13 15:00

580-37375-4 Zinc-INF Water 03/06/13 15:45 03/07/13 15:00

580-37375-7 Outfall-1-030713 Water 03/07/13 13:00 03/07/13 15:00

580-37375-8 Trip Blank Water 03/06/13 00:00 03/07/13 15:00

TestAmerica Seattle
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Login Sample Receipt Checklist

Client: PES Environmental, Inc. Job Number: 580-37375-1

Login Number: 37375

Question Answer Comment

Creator: Luna, Francisco

List Source: TestAmerica Seattle

List Number: 1

TrueRadioactivity wasn't checked or is </= background as measured by a 

survey meter.

TrueThe cooler's custody seal, if present, is intact.

N/ASample custody seals, if present, are intact.

TrueThe cooler or samples do not appear to have been compromised or 

tampered with.

TrueSamples were received on ice.

TrueCooler Temperature is acceptable.

TrueCooler Temperature is recorded.

TrueCOC is present.

TrueCOC is filled out in ink and legible.

TrueCOC is filled out with all pertinent information.

TrueIs the Field Sampler's name present on COC?

FalseThere are no discrepancies between the containers received and the COC. Received Trip Blank(s) not listed on COC.

TrueSamples are received within Holding Time.

TrueSample containers have legible labels.

TrueContainers are not broken or leaking.

TrueSample collection date/times are provided.

TrueAppropriate sample containers are used.

TrueSample bottles are completely filled.

TrueSample Preservation Verified.

TrueThere is sufficient vol. for all requested analyses, incl. any requested 

MS/MSDs

TrueContainers requiring zero headspace have no headspace or bubble is 

<6mm (1/4").

TrueMultiphasic samples are not present.

TrueSamples do not require splitting or compositing.

N/AResidual Chlorine Checked.

TestAmerica Seattle
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